Zahnmedizinisches Zentrum der Universitat Zirich Einzelmessung pH-Telemetrie
PPK/ Station fir Orale Bioelektronik

Testobjekt 1 Xylinetten Cassis Tablette Nr.P 21067 (3.07g) gelutscht /Rec 30/ Xylies Messung 21126/ id7 AW. Q 06.08.2010
GmbH
Puffer 3.8ml/5' 0.12ml HCI 0.10001N/1ml Sp. pH 6.70 Anz. Messpkte 436 Drift 6.20 mm Bal

Elektrode  58.83 mV/pH

1 Xylinetten Cassis
Tablette
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Abb. 2



